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Technical Evaluation Criteria for Physical Therapy Equipment
S. No. Description of Variables Allocated Technology Kasban
Points/Marks
Model/Code 5500722 VERTIMO-
Hi-Lo
Country Origin Netherland Poland
A Product / Manufacturer Evaluation Parameters
1 Compliance Sheet must be attached with the No Marks
technical quotation.
1.1 | Ref. No items in SBD Schedule of Requirement
12 | Name of equipment: HYDRAULIC TREATMENT TILTING TABLE
2 Conformance to Specification
2.1 Fully compliance with the required specifications as
per Statement of Requirement. Minor deviations
may be accommodated up to 5, subject to the
condition that main function and performance in
any aspect would not be affected. More than 5 25 25 25
minor deviations will be considered as major
deviation and the bidder will be considered as non-
responsive for the quoted item. (One mark for each
deviation will be deducted).
3 Product International Certification Mandatory
3.1 | Certificate of US Food and Drug Administration Two yes yes
(USFDA) for the quoted model. certificates
1. Registration if the quoted product belongs to required one
class I. mandatory for
2. USFDA 510K if the quoted product belongs to High-Tech and
class Il. One for Low-
3. Pre-Market approval (PMA) if the quoted Tech Medical
product belongs to class IIl. Equipment
3.2 | Certificate of European community (93/42/EEC HERIg 1o .
Medical devices, 98/79/EC In vitro diagnostic miarks, ,Whlle
medical devices (Full Quality Assurance or Product praducing
Quality Assurance) or Regulation (EU) 2017/745 on othgr- .
medical devices, Regulation (EU) 2017/746 on vitro exrtificate will
diagnostic medical devices for the quoted product / g?t 4 ma:‘ks far
manufacturer. The certificate must be issued from ;“rir;-eresceai:d
the European Commission notifying bodies. for Low-Tech
3.3 | Certificate of Ministry of health labor and welfare Medical
Japan (MHLW) for the quoted model. (Translated Equi t
English Version) quipment.
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Manufacturer Performance

4.1

valid 1SO 13485 Medical Devices Quality
Management Systems certificate of manufacturer
from International Accreditation Forum (IAF)
Accredited Bodies or from Pakistan National
Accreditation Council (PNAC) accredited bodies for
local manufacturer.

Mandatory

Yes

Yes

4.2

Valid 1ISO 9001 Quality Management Systems
certificate of the manufacturer from International
Accreditation Forum (IAF) Accredited Bodies or
from Pakistan National

Accreditation Council (PNAC) accredited bodies for
local manufacturer.

4.3

Valid 1SO 45001 Occupational Health & Safety
Certificate of manufacturer from International
Accreditation Forum (IAF) Accredited Bodies or from
Pakistan National Accreditation Council (PNAC)
accredited bodies for local manufacturer.

4.4

Local Pakistani Original Manufacturers duly
registered with DRAP or Marks will be awarded to
the bidder offers three (03) years extended
warranty, inclusive of services and parts to the items
mentioned in Clause 40.

After Sale Product Local Performance

5.1

One mark for each after sale satisfactory
performance certificate (verifiable) of the firm /
bidder in last six years on letter head, signed and
stamped letter for the quoted model or previous /
upgraded model of equipment from the public
sector medical institution of Pakistan. Performance
certificate shall be coupled with supply order /
purchase order from public sector medical
institution.

5.2

One mark for each after sale satisfactory
performance certificate (verifiable) of the firm /
bidder in last six years on letter head for the quoted
model or previous / upgraded model of equipment
from the teaching level private sector medical
institution of Pakistan. The hospital must be
recognized from Pakistan Medical and Dental
Council (PMDC) / research institute. The satisfactory
performance  certificate of  non-recognized
institutions from PMDC will not be considered.
Performance certificate shall be coupled with supply
order / purchase order from teaching level private
sector medical institution.

) “ﬂw’%é% 24t




Warranty

6.1

Warranty Period of three years both with spare
parts and services & Next two-year services only
without spare parts from the date of Installation /
Commissioning.

Mandatory

Yes

Yes

Total score of the Product / Manufacturer
Evaluation Parameters

a4

41

41

Firm / bidder Evaluation Parameters (The marks will be awarded

after the premises inspection and

verification of Human Resource, Workshop facility, Financial

Strength and Registrations)

Personnel/Human Resource

Diploma of Associate Engineer mechatronics /
mechanical / industrial. DAE certificate must be
submitted. (1 mark for each certificate) (DAE) in
electrical / electronic / biomedical /

1.2

Graduate Engineer with PEC Registration in
electrical / electronics, biomedical / mechatronics /
mechanical / industrial. PEC registration card of the
engineer must be submitted. (2 marks for each
Engineer)

Workshop facility Testing/ Calibration tools of Equipment

2:1

Availability of workshop in the Pakistan to be
verified with Ownership / Rent Agreement with
Owner / Rent Agreement with Company Name or
the Company must ensure service availability within
24 hours.

Mandatory

yes

yes

2.2

List of related tools available at workshop. Details
shall be submitted with technical bid.

2.3

List of Testing and Calibration tools for the quoted
items available at workshop. Details shall be
submitted with technical bid.

2.4

Detail of Spare parts availability at workshop for the
quoted items. Details shall be submitted with
technical bid.

2.5

Foreign trained staff for the quoted Products. (To be
verified certificate).

Firm / bidder Financial Strength

31

Last two years Audited Balance Sheet Duly attested
by Chartered Accountant (1 mark for each year).
Marks will be allocated on the basis revenue annual
turnover, 100 M or above will be awarded 2 marks
in last 2 years. Rs.50 to Rs.99.9 M will be awarded 1
mark in last 2 years. Less than Rs.50M will be
awarded 0 mark coupled with Income Tax Returns.
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Firm / bidder Registration

4.1

Firm / bidder registered with DRAP (Drug Regularity
Authority of Pakistan) or PEC (Pakistan Engineering
Council) in code MEO6.

Mandatory

Yes

Yes

4.2

Valid 1ISO 9001 Quality Management Certificate of
the firm / bidder from Pakistan National
Accreditation Council (PNAC) accredited bodies.

Total Score of the Firm / bidder Evaluation
Parameters

26

26

21

A+B

Total Score (A + B)

(44+26) = 70

62
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Technical Evaluation Criteria for Physical Therapy Equipment
S. No. Description of Variables Allocated Technology Kasban
Points/Marks
Model/Code 1671901 ClTrac
Country Origin Entaf/
Netherland Sermany
Product / Manufacturer Evaluation Parameters
1 Compliance Sheet must be attached with the No Marks
technical quotation.
1.1 | Ref. No items in SBD Schedule of Requirement
1.2 | Name of equipment: TRACTION UNIT LUMBAR AND CERVICAL TRACTION
2 Conformance to Specification
2.1 | Fully compliance with the required specifications as
per Statement of Requirement. Minor deviations
may be accommodated up to 5, subject to the
condition that main function and performance in
any aspect would not be affected. More than 5 25 25 25
minor deviations will be considered as major
deviation and the bidder will be considered as non-
responsive for the quoted item. (One mark for each
deviation will be deducted).
3 Product International Certification Mandatory
3.1 | Certificate of US Food and Drug Administration Two certificates yes yes
(USFDA) for the quoted model. required one
1. Registration if the quoted product belongs to mandatory for
class I. High-Tech and
2. USFDA 510K if the quoted product belongs to One for Low-Tech
class Il. Medical
3. Pre-Market approval (PMA) if the quoted Equipment having
product belongs to class Ill. no marks, while
3.2 | Certificate of European community (93/42/EEC proqt.lcmg ot'her
Medical devices, 98/79/EC In vitro diagnostic EEniticale Wll,l get
. . . 4 marks for High-
medical devices (Full Quality Assurance or Product Tech and 2 farks
Quality Assurance) or Regulation (EU) 2017/745 on
. . . . each for Low-Tech
medical devices, Regulation (EU) 2017/746 on vitro .
. . . . Medical
diagnostic medical devices for the quoted product / .
manufacturer. The certificate must be issued from Equipment.
the European Commission notifying bodies.
3.3 | Certificate of Ministry of health labor and welfare
Japan (MHLW) for the quoted model. (Translated
English Version)
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Manufacturer Performance

4.1

Valid 1SO 13485 Medical Devices Quality
Management Systems certificate of manufacturer
from International Accreditation Forum (IAF)
Accredited Bodies or from Pakistan National
Accreditation Council (PNAC) accredited bodies for
local manufacturer.

Mandatory

Yes

Yes

4.2

Valid 1ISO 9001 Quality Management Systems
certificate of the manufacturer from International
Accreditation Forum (IAF) Accredited Bodies or
from Pakistan National

Accreditation Council (PNAC) accredited bodies for
local manufacturer.

43

Valid ISO 45001 Occupational Health & Safety
Certificate of manufacturer from International
Accreditation Forum (IAF) Accredited Bodies or from
Pakistan National Accreditation Council (PNAC)
accredited bodies for local manufacturer.

4.4

Local Pakistani Original Manufacturers duly
registered with DRAP or Marks will be awarded to
the bidder offers three (03) years extended
warranty, inclusive of services and parts to the items
mentioned in Clause 40.

After Sale Product Local Performance

51

One mark for each after sale satisfactory
performance certificate (verifiable) of the firm /
bidder in last six years on letter head, signed and
stamped letter for the quoted model or previous /
upgraded model of equipment from the public
sector medical institution of Pakistan. Performance
certificate shall be coupled with supply order /
purchase order from public sector medical
institution.

5.2

One mark for each after sale satisfactory
performance certificate (verifiable) of the firm /
bidder in last six years on letter head for the quoted
model or previous / upgraded model of equipment
from the teaching level private sector medical
institution of Pakistan. The hospital must be
recognized from Pakistan Medical and Dental
Council (PMDC) / research institute. The satisfactory
performance  certificate of  non-recognized
institutions from PMDC will not be considered.
Performance certificate shall be coupled with supply
order / purchase order from teaching level private
sector medical institution.
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6 Warranty
6.1 | Warranty Period of three years both with spare Mandatory Yes Yes
parts and services & Next two-year services only
without spare parts from the date of Installation /
Commissioning.
A Total score of the Product / Manufacturer 44 41 41
Evaluation Parameters
B Firm / bidder Evaluation Parameters (The marks will be awarded after
the premises inspection and
verification of Human Resource, Workshop facility, Financial Strength
and Registrations)
1 Personnel/Human Resource
1.1 Diploma of Associate Engineer mechatronics / 2 2 0
mechanical / industrial. DAE certificate must be
submitted. (1 mark for each certificate) (DAE) in
electrical / electronic / biomedical /
1.2 | Graduate Engineer with PEC Registration in 6 6 4
electrical / electronics, biomedical / mechatronics /
mechanical / industrial. PEC registration card of the
engineer must be submitted. (2 marks for each
Engineer)
2 Workshop facility Testing/ Calibration tools of Equipment
2.1 | Availability of workshop in the Pakistan to be Mandatory yes yes
verified with Ownership / Rent Agreement with
Owner / Rent Agreement with Company Name or
the Company must ensure service availability within
24 hours.
2.2 | List of related tools available at workshop. Details 3 3 3
shall be submitted with technical bid.
2.3 | List of Testing and Calibration tools for the quoted 5 5 5
items available at workshop. Details shall be
submitted with technical bid.
2.4 | Detail of Spare parts availability at workshop for the 5 5 5
quoted items. Details shall be submitted with
technical bid.
2.5 | Foreign trained staff for the quoted Products. (To be 1 1 0
verified certificate).
3 Firm / bidder Financial Strength
3.1 | Last two years Audited Balance Sheet Duly attested 2 2 2
by Chartered Accountant (1 mark for each year).
Marks will be allocated on the basis revenue annual
turnover, 100 M or above will be awarded 2 marks
in last 2 years. Rs.50 to Rs.99.9 M will be awarded 1
mark in last 2 years. Less than Rs.50M will be
awarded 0 mark coupled with Income Tax Returns.




4 Firm / bidder Registration

4.1 | Firm / bidder registered with DRAP (Drug Regularity
Authority of Pakistan) or PEC (Pakistan Engineering
Council) in code MEQ6.

Mandatory

Yes

Yes

4.2 | valid 1SO 9001 Quality Management Certificate of
the firm / bidder from Pakistan National
Accreditation Council (PNAC) accredited bodies.

B Total Score of the Firm / bidder Evaluation
Parameters

26

26

21

A+B | Total Score (A + B)

(44+26) =70

67

62

}{M e % @




r Technical Evaluation Criteria for Physical Therapy Equipment
S. No. Description of Variables Allocated Technology Kasban
Points/Marks
Model/Code 1413921 RUN1400
/TR
Country Origin Netherland | Italy
A Product / Manufacturer Evaluation Parameters
1 Compliance Sheet must be attached with the No Marks
technical quotation.
1.1 | Ref. No items in SBD Schedule of Requirement
12 | Name of equipment: DIGITAL EXERCISE BIKES
2 Conformance to Specification
2.1 | Fully compliance with the required specifications as
per Statement of Requirement. Minor deviations
may be accommodated up to 5, subject to the
condition that main function and performance in
any aspect would not be affected. More than 5 25 25 25
minor deviations will be considered as major
deviation and the bidder will be considered as non-
responsive for the quoted item. (One mark for each
deviation will be deducted).
3 Product International Certification Mandatory
3.1 | Certificate of US Food and Drug Administration Two certificates yes yes
(USFDA) for the quoted model. required one
1. Registration if the quoted product belongs to mandatory for
class I. High-Tech and
2. USFDA 510K if the quoted product belongs to One for Low-Tech
class Il Medical
3. Pre-Market approval (PMA) if the quoted Equipment having
product belongs to class lIl. no marks, while
32 | Certificate of European community (93/42/EEC proc?l{cmg ot‘her
Medical devices, 98/79/EC In vitro diagnostic certificate W'I,I get
. ; . 4 marks for High-
medical devices (Full Quality Assurance or Product Tech dnd 2 marks
Quality Assurance) or Regulation (EU) 2017/745 on
medical devices, Regulation (EU) 2017/746 on vitro each-for Low-Tech
. . X . Medical
diagnostic medical devices for the quoted product / .
manufacturer. The certificate must be issued from Equipment.
the European Commission notifying bodies.
3.3 | Certificate of Ministry of health labor and welfare
Japan (MHLW) for the quoted model. (Translated
L English Version)
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Manufacturer Performance

4.1

Valid 1SO 13485 Medical Devices Quality
Management Systems certificate of manufacturer
from International Accreditation Forum (IAF)
Accredited Bodies or from Pakistan National
Accreditation Council (PNAC) accredited bodies for
local manufacturer.

Mandatory

Yes

Yes

4.2

Valid I1SO 9001 Quality Management Systems
certificate of the manufacturer from International
Accreditation Forum (IAF) Accredited Bodies or
from Pakistan National

Accreditation Council (PNAC) accredited bodies for
local manufacturer.

4.3

Valid 1SO 45001 Occupational Health & Safety
Certificate of manufacturer from International
Accreditation Forum (IAF) Accredited Bodies or from
Pakistan National Accreditation Council (PNAC)
accredited bodies for local manufacturer.

4.4

Local Pakistani Original Manufacturers duly
registered with DRAP or Marks will be awarded to
the bidder offers three (03) years extended
warranty, inclusive of services and parts to the items
mentioned in Clause 40.

After Sale Product Local Performance

51

One mark for each after sale satisfactory
performance certificate (verifiable) of the firm /
bidder in last six years on letter head, signed and
stamped letter for the quoted model or previous /
upgraded model of equipment from the public
sector medical institution of Pakistan. Performance
certificate shall be coupled with supply order /
purchase order from public sector medical
institution.

5.2

One mark for each after sale satisfactory
performance certificate (verifiable) of the firm /
bidder in last six years on letter head for the quoted
model or previous / upgraded model of equipment
from the teaching level private sector medical
institution of Pakistan. The hospital must be
recognized from Pakistan Medical and Dental
Council (PMDC) / research institute. The satisfactory
performance  certificate  of  non-recognized
institutions from PMDC will not be considered.
Performance certificate shall be coupled with supply
order / purchase order from teaching level private
sector medical institution.
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6 Warranty
6.1 Warranty Period of three years both with spare Mandatory Yes Yes
parts and services & Next two-year services only
without spare parts from the date of Installation /
Commissioning.
A Total score of the Product / Manufacturer 44 41 41
Evaluation Parameters
B Firm / bidder Evaluation Parameters (The marks will be awarded after
the premises inspection and
verification of Human Resource, Workshop facility, Financial Strength
and Registrations)
Personnel/Human Resource
1.1 Diploma of Associate Engineer mechatronics / 2 2 0
mechanical / industrial. DAE certificate must be
submitted. (1 mark for each certificate) (DAE) in
electrical / electronic / biomedical /
1.2 Graduate Engineer with PEC Registration in 6 6 4
electrical / electronics, biomedical / mechatronics /
mechanical / industrial. PEC registration card of the
engineer must be submitted. (2 marks for each
Engineer)
2 Workshop facility Testing/ Calibration tools of Equipment
2.1 | Availability of workshop in the Pakistan to be Mandatory yes yes
verified with Ownership / Rent Agreement with
Owner / Rent Agreement with Company Name or
the Company must ensure service availability within
24 hours.
2.2 List of related tools available at workshop. Details 3 3 3
shall be submitted with technical bid.
2.3 List of Testing and Calibration tools for the quoted 5 5 5
items available at workshop. Details shall be
submitted with technical bid.
2.4 | Detail of Spare parts availability at workshop for the 5 5 5
quoted items. Details shall be submitted with
technical bid.
2.5 | Foreign trained staff for the quoted Products. (To be 1 1 0
verified certificate).
3 Firm / bidder Financial Strength
3.1 | Last two years Audited Balance Sheet Duly attested 2 2 2
by Chartered Accountant (1 mark for each year).
Marks will be allocated on the basis revenue annual
turnover, 100 M or above will be awarded 2 marks
in last 2 years. Rs.50 to Rs.99.9 M will be awarded 1
mark in last 2 years. Less than Rs.50M will be
awarded 0 mark coupled with Income Tax Returns.
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Firm / bidder Registration

4.1

Firm / bidder registered with DRAP (Drug Regularity
Authority of Pakistan) or PEC (Pakistan Engineering
Council) in code MEQ6.

Mandatory

Yes

Yes

4.2

Valid 1SO 9001 Quality Management Certificate of
the firm / bidder from Pakistan National
Accreditation Council (PNAC) accredited bodies.

Total Score of the Firm / bidder Evaluation
Parameters

26

26

21

A+B

Total Score (A + B)

(44+26) =70

67

62
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